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Implant materials modified by colloids
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Recent advances in general medicine led to the development of biomaterials. Implant material should be characterized
by a high biocompatibility to the tissue and appropriate functionality, i.e. to have high mechanical and electrical strength
and be stable in an electrolyte environment – these are the most important properties of bioceramic materials. Considerations
of biomaterials design embrace also electrical properties occurring on the implant-body fluid interface and consequently the
electrokinetic potential, which can be altered by modifying the surface of the implant. In this work, the surface of the implants
was modified to decrease the risk of infection by using metal colloids. Nanocolloids were obtained using different chemical
and electrical methods. It was found that the colloids obtained by physical and electrical methods are more stable than colloids
obtained by chemical route. In this work the surface of modified corundum implants was investigated. The implant modified by
nanosilver, obtained by electrical method was selected. The in vivo research on animals was carried out. Clinical observations
showed that the implants with modified surface could be applied to wounds caused by atherosclerotic skeleton, for curing the
chronic and bacterial inflammations as well as for skeletal reconstruction surgery.
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1. Introduction
Demands for implant materials applied in

medicine led to significant progress in this field.
Biomaterials cannot be rejected by the immune
system when they are implanted into the living or-
ganism of a patient. Therefore, during testing of
the materials, it is very important to verify their
bioconformity as well as biofunctionality. Gener-
ally, it involves the development of a structure,
which will be able to realize a specific function
of the tissue and suppress the body immune sys-
tem at the same time. Despite significant progress,
challenges remain for development of materials
with the new improved implant-tissue-body fluid
interphase properties. However, implanted materi-
als carry a risk of infection. Foreign body implan-
tation carries the hazards of:

– corrosion and degradation of implant
materials,
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– infection of the tissue around the implant,

– development of chronic infection.

Silver and its compounds as generally acting
antiseptics have been known and used in medicine
for years [1]. Already Phoenicians used silver bot-
tles to store water or wine in order to preserve their
freshness. In the 19th century, silver compounds
were used as a popular medication for tetanus, or
rheumatism. At the beginning of the 20th century,
just before the advent of antibiotics, silver was the
medicine for fever and infective meningitis. At the
end of the 20th century, due to the development
of nanotechnology, silver again, but in a form of
nanosilver, found its implementation opportunity
in medicine. Anti-bacterial properties of silver de-
pend on its form and the applied dose [2]. Exem-
plary use of silver in contemporary medicine is its
usage for modification of orthopedic implants sur-
faces [3–6].

Silver is of interest of many researchers. They
point out both the positive and negative sides
of using silver in medicine. This makes that the
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Table 1. Crystal sizes determined by the X-ray diffraction method.

Ty
pe Residue from the suspension obtained

with 1.1 kJ energy
R

es
ul

ts Intensity I 15041 6306 2912 4431 1248 895 5454
Diffraction angle 2Θ 44.9 52.4 77.3 94.1 99,8 123.9 148.3
Crystallite size D [Å] 190.2 148.6 166.6 125.1 130.2 106.6 119.6

implants surface modification leaves the topic open
for selection of dose and method for safe and effec-
tive application in medicine. Materials used in the
contemporary medicine, when classified according
to the structure, can be divided into four groups:
metals, organic polymers, ceramic materials and
composites.

Corundum implants are made of a material that
can be used as antibiotic carrier in bones surgery. It
is characterized by high mechanical strength and,
even after tissue outgrowth, has high elastic modu-
lus, which is a result of good biomechanical coop-
eration with the bone [7].

The aim of this work was modification of sur-
faces of ceramic implants with the use of sil-
ver colloid so as they attained bacteriostatic prop-
erties. The low-porosity corundum-ceramics im-
plants were selected for this experiment.

2. Experiment
The corundum samples composed of 95 %

Al2O3, 3 % MgO and 2 % CaO were sintered at
1550 ◦C. The surface modification of the corun-
dum samples was made using the colloidal sil-
ver, which was obtained in the Electrotechnical
Institute in Wrocław using silver wire explosion
method. The concentration of colloidal silver was
60 µg/mL. Modification was made in two sequen-
tial processes of penetrating corundum pores by
filtering colloidal silver for 30 minutes. The pro-
cesses were carried out in a vacuum chamber un-
der a pressure of about 50 hPa. Infiltrated samples
were dried for 24 hours in air and then in a cabi-
net dryer sequentially for 4 h at 70 ◦C and 110 ◦C,
respectively.

The adequate knowledge on nanoparticles na-
ture allows verifying their properties according

to their potential application. Biologically active
nanoparticles can be applied for four different pur-
poses: disinfection (antiseptic), prevention, treat-
ment and immunostimulation.

Stimulation of the answer a living organism de-
fense system is a undeniably distinguishing fea-
ture of many nanoparticle preparations. As the liv-
ing organism are characterized by the properties
such as energy transformation ability, reproduction,
species and individual defense ability, the nanopar-
ticle confections can change or destroy the sur-
vival and preserve the properties of many microor-
ganisms. Microorganisms cannot create the mech-
anism against them [3]. The finer the nanoparti-
cle material, the better its immunostimulating abil-
ities [4].

3. Determination of the size and
shape of the colloidal silver particles

For the size and shape of the colloidal silver par-
ticles determination, three different methods were
used:

– microscope photography with the use of
AFM and TEM microscopes, (Fig. 1 and
Fig. 2),

– laser diffraction method, with the use of Ze-
tasizer NICOMP (Fig. 3),

– X-ray diffraction method with the use of
powder diffractometer DRON-2 using fil-
tered Fe Co radiation (Table 1).

As can be seen, all the three methods show sim-
ilar results, which proves that silver particles are
really nano-sized. Zeta potential was measured us-
ing a Zetasizer 3000 – Malvern Instruments (UK)
with the following parameters: the range of particle
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Fig. 1. The size and shape of the particles separated from the stable colloid. A – SEM microscope image, B –
AFM microscope image.

Fig. 2. The size and shape of the particles separated
from the stable colloid – TEM microscope
images.

size: 5 nm to 30 µm, medium conductivity: from 0
to 30 mS/cm, pH: from 2 to 12, measurement tem-
perature: from 10 to 70 ◦C.

For the electrokinetic potential measurement of
the colloidal silver, the samples were dispersed in
aqueous solutions of different pH at temperature of
25 ◦C. The measurements were performed for one
minute, and the final result was calculated as an av-
erage of 30 measurements. The results are shown
in Fig. 4.

In Fig. 5, the scanning microscope images of
corundum ceramics surface before modification

(Fig. 5A) and after modification by colloidal silver
(Fig. 5B), are shown.

The samples prepared in accordance with the
described procedure were implanted to rabbits and
Wistar rats. In vivo research did not show any
pathological processes in the bone tissue area in
the vicinity of the implant. However, for the as-
sessment of suitability of the corundum ceramics
infiltrated by colloidal silver for bones implants
application, the implant-tissue-body fluid inter-
phase interactions should be further investigated.

4. Discussion

In this work, the size and shape of colloidal sil-
ver particles were estimated by the microscopic,
X-ray and laser diffraction methods. Particles size
estimated by that methods was similar and of an
order of several nanometers.

An increase in the surface of the colloidal silver
in relation to its mass caused that a larger amount of
atoms had a contact with the external environment
containing living substances.

An improvement in nanoparticle material prop-
erties can be obtained by its fragmentation. In or-
der to determine the stability of colloidal silver
obtained by “silver wire explosion” method and
its tendency to agglomeration and sedimentation,
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Fig. 3. Gauss and Nicomp distributions of stable colloidal silver.

Fig. 4. Electrokinetic potential of colloidal silver in the
function of pH.

the electrokinetic potential measurements were
carried out.

A solution characterized by high stability has
the electrokinetic potential higher than +30 mV or
lower than −30 mV. In this research the silver sam-
ples dispersed in solution with different pH, at tem-
perature 25 ◦C were used. The highest stability ex-
hibited the colloidal silver solution obtained at pH
∼7. The value of the potential was about −21 mV
(Fig. 4).

In Fig. 5, the surface of corundum ceramics in-
filtrated by colloidal silver in the vacuum chamber
at 50 hPa, is shown. In the image obtained with a
scanning electron microscope, the areas with sil-
ver agglomerates are indicated. The samples pre-
pared in such way were implanted to rabbits and
Wistar rats. In vivo research did not show any
pathological processes in the bone tissue area in
the vicinity of the implant. However, for the as-
sessment of suitability of the corundum ceramics

infiltrated by colloidal silver for bones implants
application, the implant-tissue-body fluid inter-
phase interactions should be further investigated.
The type of the composite interactions with bone
tissue – osteoinductive or osteoconcutive – should
be determined. This interaction depends on the
shape and size of the porous in ceramics.

For a comprehensive assessment of the corun-
dum ceramics infiltrated by colloidal silver and
possibilities of its clinical application, an analysis
of the influence of colloidal silver particles on life
processes in tissues at molecular level and a long
term study of the effect of the colloidal silver as a
modificator of the corundum ceramics, should be
performed.

5. Conclusions

– The particle size estimated by microscope,
X-ray and laser diffraction were similar. The
particle size of the colloidal silver was about
several nanometers.

– To determine the stability of the colloidal
silver solution obtained by “silver wire ex-
plosion” method and its tendency to ag-
glomeration and sedimentation, the elec-
trokinetic potential measurements were car-
ried out. The colloidal silver solution exhib-
ited the highest stability at pH ∼7. The value
of the potential was about −21 mV.
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Fig. 5. Scanning microscope image of corundum ceramics surface designed for implantation. A – corundum ce-
ramics, B – corundum ceramics infiltrated by colloidal silver.

– In figures presenting the scanning micro-
scope images, the areas with silver agglom-
erate have been indicated

– The samples prepared in such a way were
implanted to rabbits and Wistar rats. In vivo
research has not shown any pathological
processes in the bones tissue area in the
vicinity of the implant.

– For a comprehensive assessment of the
suitability of the corundum ceramic infil-
trated by colloidal silver for bones implants
application, the implant-tissue-body fluid
interphase interactions should be further
investigated.
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STANISZEWSKA-KUŚ J., PALUCH D., SOLSKI L.,
Polim. Med., 34 (2) (2004), 39.

Received 2015-03-17
Accepted 2015-11-12


	Introduction
	Experiment
	Determination of the size and shape of the colloidal silver particles
	Discussion
	Conclusions

